[Alloplastic keratophakia. Use of a new polymer].
Alloplastic keratophakia has been performed with a new hydrogel, never used in Ophthalmology (poly-anionical material). Physical and chemical properties are evaluated. In vitro and in vivo studies disclosed a very good biocompatibility.